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FOREWORD

The investigation reported herein was underteken in May, 1963, unde;
contract AF30{602)-3087 with the Rome Air Development Center, Air Force
Systems Command, United States Air Force, Griffiss Air Force Base, New
York.

The primary interest of the U. 5. Air Force with respect to this
contract was to determine a method for investigating the cataractogenic
effect of microwave radiation in order to provide optimum safery from th
hazard for military personnel without unnecessarily restricting the oper:
tional capability of the microwave generating equipments.

The first phase of this study has been concluded. Wha! remains to
done is to apply the methodology developed in this study on « broad base
in order to define the parameter of hazard in relationship to the oper<t
ing characteristics of military equipments currently in use and contem-
plated for the near future.

This research program has been conducted under the general super-
vision of Milton M. Zaret, M. D., Principal Investigator. Associate” wi
him for various phases of this work were Mr. Gerard M. Grosof, Dr. Herh
Schmidt, Mr. Harold S. lappin, and Mrs. Claire Davis Zaret. In additiox
acknowledgement is gratefully made to Professor Gocdwin Breinin, Head o.
the Department of Ophthalmology, New York University School of Medicine
and Professor Saul Rosenthal, Head of the Electrophysics Department, Pc:
technic Institute of Bronklyn for their own efforts as well as the staf’l
support received from their departments. 1In addition, credit for the
material presented in SECTION III MICROWAVE FACTORS belongs to Professc
Rosenthal.
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ABSTRACT

An exploratory investigation was performed to determine the applica-
bility of spectrophotometric analysis to the measurement of cataracti-
gene .is. It was found that standard spectrophotometric techniquas cannot
be utilized for this purpose but that a new method for performing spectro-
photometry in the living eye, which is known as retinal reflection densi-
tometry, shows pramise of being capable of performing this task.

A methodology is presented for an applied research investigation of
cataractogenesis in order to delinecate the parameters of personnel hazard
associated with microwave enviromments. The bhiological and microwave
experimental protocols as well as the relationship of laboratory induced
cataractogenesis to the clinical study of human microwave catarscts are

discussed.
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EVALUATION

The principal objective of the RADC Microwave Hazards
Program is to establish and validate a safe and practical
limit for personnel exposure to microwave radiation. Since
it is generally acknowledged that the c¢rystalline lens is
the human structure most susceptible to microwave induced
thermal injuries, it is essential that the responae patterns
of lenticular tissue be characterized over a broad range of
frequencies and intensities,

An sutstanding problem encountered in the study of
optical changes is the lack of etandard methoda for describing
objectively the extent of opacity development. Currently, the
assessment of radiation effects on the lens system is accom-
plished by slit lamp examinatiocn, and ophthalmological measures
are based on subjective estimates which vary widely with respect
to the identification and specification of cellular deamage.
Recognizing the need for objective measurement and firm criteria,
this study was undertaken to determine the feasibility of apply-
ing aspectrophotometric techmniques to the problem of detecting
and guantifying small changes in lens tissue trarsparencye.

The significance of this study is contained principally
in the demonstration that standard spectrophotometric tech-
nigques are not directly suited to the novel application of
lens damage assessment. Concomitantly, however, it is strongly
suggested that a recent development in spectrophotometric
dosimetry termed "the retinal reflection technigue" will per-
form exactly the measurement function we envision. Moreover,
it has been shown that this instrumentation is amenable to
coupling with existing photographic techniques so that opthal-
mological findings may be documented immediately.

The accomplishment of this exploratory study concludes
211l work programmed under Task 554502, "Studies of Microwave
Induced Lenticular Opacities.” No follow-on research is
planned mince all remaining funds have been assigned to &
higher priority biomedical problem, The final investigation
will be completed during September 1965 at which time the
RADC Microwave Hezards Program will be terminated.

Dﬂ—ﬁ; [« XV Q‘K
WILLIAM

Project LEngineer \
Rome Air Developmert Center
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I
INTRODUCTION

This investigation comprised an exploratory probe
which was undertsken in cooperation with the Department
of Ophthalmology, HNew York University School of Medicine
and the Electrophyslics Depertment, Polytechnic Institute
of Brooklyn.

The experimental studies were oriented towards
making quantitative determinations of the cataractogenic
effects of microwave energy. The study included, but
was not limited to, the following research tasks:

a. Development of a spectro-photometric tech-
nigue to provide standardized measurements of fthe degree
of cataract formation in the eyes of laboratory animals.

b. Development of a photographic technigue to
document the spectro~photometric findings.

c. Adapt the photographic technique to the human
eye 3o that biological assay of the anlmal eye may be
related to man,

The eyes of laboratory animals were exposed to con=-
trclled radiation fields in order to produce cataractis and
the isolated and combined influences of such microwave
perameters as power density, frequency and wave form
characteristics including cw operation were studled.

Human microwave cataract data was obtained and compared to
the experimental findings.

Analysis of the results of this investigstion 1lndl-
cates that a sclentifically valid basis can be established
for evaluating the human cataractogenic potential of any
given microwave environment. This can be accomplished
only by properly segregating and evaluatlng each of the
varylng factors to be considered and by properly designing
an experimental protocol so as to investigate each of
these factors in a methodical manner.

This study demonstrated not only that it is feasible
to define the parameters of microwave cataractogenesls
but also that a pre-requisite for such an undertsking 1s
the establishment of a joint interdisciplinary approach,
It 18 essential for the microwave physiclist to have a
complete and flexib e equipment capadbllity in order to
properly support the ophthalmic investigators.
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CATAPACT FACTORS

The lens of the eye is a trausparent, blconvex tissue,
enclosed in a thin, transparent cspsule. The lens capsule is
a relatively homogeneous and structureless slastic membrene,
Ordinarily, this membrane cennot be identified by ophthalmic
examination tut it becomes viglble in some people employed in
environments of excessive infra-red radiation and ss such is
iecognized as the earliest flnding of thermal injury to the

ens~

The lens substance 1iself is composed of cells; nanely,
eplithellial cells and lens fibres. Eplthelisal cells at the
equator of the lens undergo metsplasis and hyperplasis to form
enlarged lens fibres. As new fibres are formed, *tue elongated
ends extend towards the anterior and posterior poles of the
lens exteriorly to the older fibres which are compressed
centrally by this process and with time the clder fibres
become sclerosed. The central zone of the lens {the nucleus}
can be distinguished from the peripherzl zone (the coriex)
by examination with a slit-lamp; however, the individual cells
of the lens cannot be ldentified by this means.

The lens substance is normally in a state of optical
transparency. Any loss in transparency whether localized to
a glven reglon of the lens or generalized throughout the
substance of the lens, is termed opescification. Opacification
can be present without & messurable loss of visual aculty.
However, whenever opacification interferes with wvisual capa-
bility, this 1s termed cataract.

The process of cataract formation proceeds in two stages.
Initially, the lens imbibes fluild and thus becomes edematous
(hydrated) which results in a swollen (intumescent) physical
state. In the second stage, after hydration hasg been present
for a period of time, the protein molecules of the lens under-
go chemical change (coaguletion), The process of hydration
iz reversible whereas the process of coagulation is lrrever-
sivle, Turthermore, coagulatlion does not take place except
in the pr=sence of hydratlon.

A techuique was developed whereby the lens within its
intact capsule was excised from the laboratory animal eye &nd
placed in a physiologlcel solutlon resemblimg intra-ocular
fluild., Providing the capsule retained 1ts lntegrity, 1t
w8 possitle tc maintain such & lens in & transparent state
for the duration of the laboratory day at room teumpersturs,
Hea?ing the solution containlxg the lens resulted in the
production of cataractous changes wlthin the lens substance.
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By heating the lens in =2 non-agitated physiological so-
lution (average temperature of approximately 50° Centigrade)
for a few minutes a temperature gradient could be produced
across the lens. This was accomplished by positioning the
lens so that its posterior surface was close to the thermal
source and its anterlor surface was away from the thermal
source. Under these conditions, a partial ceztaract was pro-
duced in the posterior portion of the lens without producing
any dlscerrnable change in the anterior portion. No attempt
was made to determine the threshold tempereture at which
this phenomenon would take place. Instead, only the tempera-
ture gradient principle was tested because 1t has been assumed
that, 1f an intact eye was heated uniformly, a temperature
gradient would be induced across the lens.

By heating a lens in a solution uriformly maintained at

a constent temperature the results will vary according to the
temperature level mainteined and the *ime-duration of the ex-
posure. vhen heated above 60° C for a number of minutes, all
lenses become cataractous. At 50° C, opacification wes noted
to begin after 35 minutes of exposure and a complete cataract
was formed after 65 minutes of exposure. At 45° C, opacifi-
cation began at the periphery of the lens after 45 minutes of
exposure but it was not complete even after 5 hours of ex~
posure a2t whilch time the experiment was terminrated.

gxperinmentation with the early stages of -thermslly induced
lens injury revealed that, in the eazrliest stages, a di’fuse
faint opacification occurred peripherally, immedlately adja-
cent to *he surrounding capsule. Concomiltantl;, the entire
lens swells so that 1t becomes intumescent. At this stage
of cataractogenesis (hydration) the opacification 1s reversi-
ble in that the lens becomes transparent when pressure is
applied to its capsule, a process which forces tle excess
fluid out of the lens. Eowever, after the diffusze falnt opacl-
fication vas present for several hours, pressure applled to
the capsule could no longer make the lens transparent, but,
instead, the process of opacification had bacore irreversible
(coagulation).

These in vitre experimeants of thermalily induced cataracto-
genesis were undertaken in associefion #ith a study (1) to
determine the feaslibiliiy of applying spectrophotometric
examination tecnniques in order to pr.vide a measurement of the
derree of cataract formation, (2) to develop a photographic
technique to document the spectrophotometric findings and (3)
to adept the photographic technique to the human eye so that
biological rssay of the animal eye mey be related to man.

In order to perform spectrophotometric analysis of the
in vitro animal lens, a speclial animal lens holder was re-
quired not only to position the lens properly in the path of
thie spectral beame but also to flatten the anterior and
posterior convex surfaces of the lens so as to meke these
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surfaces aplanatic. This latter procedure, however, compresses
the lens surfaces and the resultant pressure lnduces a forced
dehydration of the lens. Under this circumstance, the process

of cataractogenesis cannot proceed in a normal manner. There-
fore, it was found that ordinary methods for performing spuctro-
photometry cannot be applied to the measurement of cataracto-
genesls.

Portunately, however, Dr., Robert A. Weale of the Institute
of Ophthelmology, London, England has developed & new apparatus
for performing in vivo as well as in vitro spectrophotometry
of the eye. Hls instrumentation is unique as it passes spec~
trally pure monochromatic beams of light (covering the snectral
distribution for light) of knovn intensity into the eye and
photometric. 11y measures the light returning out of the ge, the
emergent light having been reflected from the retina. Further-
more, he has designed and incorporated an assoclated optical
train which obviates the need to interfere with the ocular optics
so that it is not necessary to make the enimal lens aplanatic.
This new technigue is known as retingl reflectlon densitomeiry.
Dr. Wealev discovered that should early stages of edema and
coagulation take place in the intervening transparent ocular
tissues, then his spectrophotometric readings behaved as if
a filter nhad been placed in the optical path and he termed this
the "grey filter effect". This grey filter effect is precisely
the type of blological reesction that it 1s desired to measure
in the lens. Its measurement would be an extremely sensitive
indicator of lenticular injury.

Thus, the state-of-the-art studies of reflection densltome-
try show promise that this spectrophotometric technique can be
adapted to the study of cataractogenesis in the living eye,
human as well as laboratory animal., Because of thls as well as
the emerging importance of retinal reflection densitometry as
an investigative instrument, our laboratory has begun fabrica-
ting an improved model of Dr. Weale's prototype reflection den-
sitometry apparatus.

As this type of examination can be correlated to specific
ocular tissues by means of the Zeiss Retinal Camera, we proceeded
to develop 2 method of utilizing this instrument to measure the
degree of cataract formation in the in vitre lens. This partic-
ular camera can also be operated so as to photograph the in
vivo lens within either the animal or humen eye. Therefore, by
developing a photographlic technique to measure the degree of
cataractous change as related to a loss of image resolution cap-
ability in the in vitro preparation, comparison of the ixn vivo

vii.A.Weale;An Early Stage in the Pathology of Photocoagulation,-
An. J. Ophthal. 53:665(1962)
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photographs to the in vitro photographs would permit a measure-
ment of visual loss. This was accomplished by photegraphing
the lens against a graph paper backing.

A series of such photographs was taken utilizing lenses
which demonstrate various stages of opacification. When the
lens is transparent, the graph paper forms a sharp image on
the photographic film. When the lens nas an early stage of
cataract formation, there 1s partial interference with the
image formation and the graph paper appears to be out of focus
and seen as if viewed through a2 mist., When the lens has an
intermediate stage of cetaract formation, very 1little of the
graph paper pattern can be recognized. ‘When the lens has a
fully developed cataract, 1t is completely opaque and no
image 1s transmitted. '

Concomitantly with the development of a spectro-photo-
metric technigue (Retinal Reflection Densitometry apparatus)
and a photographic technique (adapted Zeiss Retinal Camera)
to measure the degree of cataract formation, to document the
finding and to relate it to findings in the animal or human
eye in a2 living state, exploratory microwave exposure experi-
ments were undertaken.

b
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III
MICROWAVE FACTORS

The Polytechnic Institute of Brooklyn, through its
Electrophysics Department and at its Long Island Graduate
Center in PFarmingdale provided the controlled microwave
environments utilized in this investigation. The work repre-
sented an introductory effort designed to be expanded later
into a2 considerably more intensive program. On the basis of
the informaticn and experience obtained from this pilot study,;
1t was hoped that it would be possible to determine the
long range requirements of the microwave facility as well as
the problems assoclated with the particular technlques
needed for preclise measurements.

The goals of the project were relatively limited. They
were: first, to establish mlcrowave itechniques for irradiating
rebbit eyes with known amounts of power; and, second, to
provide actual acute exposures of radblt eyes to levels of
radiation that would induce cataractogenesis, Precise know-
ledge of the field characteristics was essential and it was
requislite that great flexibility be permitted in altering the
emission characteristics of the microwave generating equip-
ment.

Frequencies near 5500 megacycles/second (5.5 Ge) in
C-band were used. These frequenclies were chosen since there
exists at the Long Island Graduate Center of PIB a C-band
equipment installation that is highly flexible., It is capable
of providing varying acounts of both CW and pulse power
over a wide frequency range for & varlety of pulse widths,
repetition rates and average powers.

It was decided to use the '“closed waveguide system"
of irradiating eye§°since this would provide a more accurate
determination of the power absorbed by the eye than open
systems. Since acute exposures were desired, transmitting
the microwave power directly to the eyes provided maximum
flexibllity and experimental confidence. The method
includes the eye as part of a microwave "closed" system
with a source at one end of a waveguide transmission
line and the eye as a termination at the other end. It
allows for the delivery of a specific amount of microwave
povwer to the termination with a reasonable certainty that it
is being absorbed by the eye. This permits a comparison to
be mede of the amounts of power at different frequencies
required to produce the cataractogenlc effects of interest.

(1)Russell L, Carpenter, "An Experimental Study of the
Biological Effects of Microwave Radiation in Relatlon to
the Eye", Report on Contract No. AP41(657)-86 for Rome
Alr Development Center, Feb.28, 1962, RADC-TDR-62-131,
TUFTS UNIVERSITY, Dept.of Blology, Medford, Mass,
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A block diagram of the experimental system is shown below. This is
followed by a list of the particular items of equipment used; a discussion
of the experimental technique; and, finally, & step-by-step outline of the
experimental procedure.

L 2 3 4 5
Microwave Variable Directional Waveguide
Source Isolator Attenuator Coupler Gate
17
Frequency
Meter
18
Tuned
Amplifize
9 8 7 6
Waveguide E-H Slotted Directional
1ris Tun er Lirte Coupler
13 [ 15
Thermistor
Probe
Mount
1k 16
Tuned Po~er
Amplifier Meter
Rabbit's
Eye
\\
~ 10 11 12
Precision Thermistor Power
Variable Mouat Meter




List of Microwave Equipment

1. Microwave Source Signal Generator HP Model 613B
+Traveling Wave Tube Amplifler
Eimac Model EM-1015, 2-5 Watt CW,
4-8 Gc
+Traveling Wave Tube Amplifier
Sperry Model STC 152, 2 KW Pezak,
.002 Duty Cycle, 5.4-5.9 Gc
« Isolator PRD Model 1205
. Variable Attenuator FXR Model 151 A
+ Directlonal Coupler 30DB Sperry Model 321
. Wavegulde Gate PIB
. Directlional Coupler 30 DB Sperry Model 321
. C-band Slotted Line PIB
. E-H Tuner PIRB
. Iris, 1/2 inch Diameter Aperture PIB
10. Precision Variable Attenuator PRD 170B
11. Thermistor Mount HP Model 478A
12, Power Meter HP Model 431A
13, Probe PRD Model 250
14, Tuned Amplifier HP Model 415A
15, Thermistor Mount HP Model 478A
18, Power Meter HP Medel 431A
17. Frequency Meter Sperry Model 705
18. Tuned Amplifier HP Model 4154
HP=Hewlett~Packard Co., 1501 Page Mill Rd, Palo Altc, Calif,
PXR=FXR, 25-26 50th St., Woodside 77, N.Y.
PRD=PRD Electronics, Inc.,202 Tillary St., Brooklyn 1 NY
Sperry=Sperry Microwave Electronics Co.,Clearwater, Fla.
Eimac=Eitel-McCullough, Inc., San Carles, Calif,
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Description of Experimental Technigue

A detailed step-by-step outiine of the experiment.
rocedure is glven later.

First, however, a brief description is given of the ex=-
perimental technique using the equipment illustrated in the
block dlagram:

To the end of the wavegulde system; that is, to the out-
put flange of the E-H tuner, is fastened an iris cover p ate.
The latter consists of a thin (.005 inch thick) metal disk in
the center of whirh is located a 1/2-inch-diameter circular
aperture., The E~H tuner is adjusted so that none of the input
power 1s reflected back toward the microwave source. With
the wavegulde gate closed, the anesthetized rabblt is posi-
tloned so that its left eye protrudes somewhat through the
aperture into the wavegulde., When the gate is opened, the
rabbit’s eye is irradiated with microwave cnergy. By a
fairly simple method, it 1s possible to measure the power
actually absorbed by the rabbit's eye., The frequency and
power level are continuously monitored by the use of two
directional couplers (items 4 and 6), each of which serves to
sample about 1/1000 of the power in the main waveguide line.

The iris cover plate almost completely short-clircults
the wave-guide transmission line. The 1/2-inch-diameter
aperture {area 0.196 in? ) is the only opening at the end of
the relatively large waveguige (inner dimensions 1.872 inches
x 0.872 inches; area 1.63 int). Since the aperture srea is
only 12% of the waveguide cross-section, it is reasonable to
suppose that, without any kind of matching device, only a
very small portion of the microwave energy incident on the
iris plate 1s actually transmitted through the hole. In fact,
at 5.5 Ge, the irls produces a standing wave ratio inside the
rectangular waveguide of 115, which implies that only 3.4%
of the incident power vould normally be radiated out of the
hole into the alr., When the rabbit's eye is present, it is
belleved that the standing wave ratio is somewhat lowe,
although thls was not measured, In any event, the use of an
E-H tuner was necessary. An ideal E-H tuner, without any
losses of 1ts own, is capable of matching the iris to the
wavegulde so that all of the incident power 1s transmitted
out of the hole into the air, or into the rabbit's eye. In
this ideal case, to determine the power absorbed by the eye,
it would be necessary merely to determine the incldent power
in the wavegulde, a very simple measurement. Actually, the
E-H tuner does indeed have substantial losses when forced to
match very large standing wave ratios; in fact, the insertion
%ogs of the E-H turer-iris comblnation was measured to be

- 05 db.

Several methods are avallable to determine the power



absorbed by the eye. One method would be to measure the in-
cident power in the waveguide, and then to reduce this value
by the insertlon loss of the tuner-iris combination. The
assumption is made here that the slight retuning of the E-H
tuner to re-obtain a matched condition with the rabbit's eye
present does not change the previcusly measured insertion loss,
A second method, the one actually used, consists of measuring
the power transmitted through the iris into a terminating
section of waveguide (items 10 and 11), and assumin$ that
thlis same amount of power 1s absorbed by the rabblt's eye
when the E-H tuner is reset for a match while the incldent
power level is kept the same. The error involved here was
estimated to be small, and was tolerated in the interests of
economy and expedlency.

Because the iris plate was only .005 inch thick, it had
a tendency to bend and buckle. To prevent this, the irils
plate was placed between the E-H tuner output flange and a
thick cover plate with a much larger hole cut 1in its center,.
A thin piece of transparent plastic was inserted between the
two cover plates. This served two purposes: 1t prevented
excessive abrasion of the cornea of the eye by the sharp edge
of the iris; also it prevented saline solution, frequently
applied to the exposed eye to prevent drylng of the cornesa,
from leaking into the wavegulde system.

It is recognized that a redesign of the test sectlon would
be gquite helpful if the program is continued. For example,
one simple method of improving the test section would be to
taper down both wavegulde dimensions so that the iris ares
becomes a substantlally larger portlion of the wavegulde cross-
section than it is at present. Calculations were made indica-
ting that an optimum taper would reduce the irls standing
wave ratlio to a value below 40. This would reduce the lnser-
tion loss of the E-H tuner and wonld reduce the measurement
error. Additional experiments could be carried out to test
the accuracy of the method described; that is, to test whether
the same amount of power is transmitted to the eye as 1is
transmitted through the aperture with the eye absent. These
experiments might be performed using an electrical model
for the ey, Perhaps some other simple method to improve
the test section 1s possible that is not apparent at
present, For this reason, conslideration should be given to
other methods of matching to the rabbit's eye.



Experimental Technlique

The experimentsl procedure used is detailed below in
step~-by-step fashion., The numbers ln parentheses refer to
corresponding ones on the block diagram.

(a) The C-band microwave source (1) was adjusted to
a frequency of about 5,5 Gec, and the frequency was subsequently
monitored by use of the wavemeter(l7).

(b) The precision attenuator (10) was set for an atten-
vation of 30 db so that the power entering the attenuvator
would be, convenlently, exactly 1000 times the power indicated
by the power meter (125. The E-H timer (8) was then adjusted
until & maximum amount 5f power was transmitted through the
1/2 inch iris aperture (9); this was indicated dy a maximum
reading on the power meter (12). At the same time, this
ad Justment succeeded in reducing the standing wave ratio
observed in the slotted line (7) to a value of about 3 or lower.

(c) The E-H tuner (8) was slightly readjusted until
the standing wave ratio was near unity (1.0-1.08).

(d) The variable attenuator (3) was set so that the power
entering the preclsion a*tenuator was equal to that intended
for irradiating the rabbit's eye.

(e) The reading on the other power meter (18) was then
observed and recorded for monitoring purposes.

(f) The attemuation introduced by the variable
attenuator(3) was increased to a maximum; the precision
attenuator (10), thermistor mount (1l1l) and power meter (12)
were disconrected from the remainder of the equipment; the
anesthetized rabbit was positioned so that 1its left eye pro-
truded into the 1/2 inch diameter iris aperture (9) at the
end of the wavegulde system; finally, the power level was
increased by setting the variable attenuator (3) until there
was just enough power in the slotted line (7) to give a con-
venient reading on the probe (13) output meter (14).

(g; The E-H tuner (8) was readjusted until a match
(1.0-1.08) was obtalned in the slotted line (7). Small
changes in the position of the animal's eye were observed
to give large changes in the standing wave ratio.

(h) The variable attenuator was reset to give the
original reading on the monitoring power meter(l8) correspon-
ding to the desired power level (see step (d) ).

(1) For the duration of the experiment, the frequency,
power level and standing wave ratio were monitored using,
respectively, the wavemeter (17), power meter (18) and
slotted line(7).
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Iv
MICROWAVE CATARACTOGENESIS IN ANIMALS

Young rabblis, weighing approximately 2 kllograms, were
anesthetized by means of intravenous sodium nembutal. The
left eye was taped open and the animal was placed in a holding
box with its head protruding over a v-shaped cut-out. The
iris term.nation of the C-band waveguide wes covered with a
3 mil sheet of flexible, transparent polyethylene plastic.

The rabbit's eye was centered in contact with the plastic
covered irls termination plate. The cornea cf the exposed

eye could be protectzd from drying by applying a slow drip

of saline solutlon onto 1ts surfece while the protective
covering of plastic prevented any of this solution from enter-
ing the waveguide. When the eye was properly positioned, the
microwave irradiation was initiated.

Feollowing irradiation, both the control right eye and
exposed left eye were examined ophthalmologlcally and the
lenses were photographed with the Zeiss Retlinal Camera.

The purpose of these preliminesry experiments wze to
develop a sound investigative methodology. It was not to
obtain definitive data; which, by necessity, would reguire
a large scale program. Therefore the objective was to
produce cataracts by exposure to precisely defined fields
of microwave radiation in order to determine the applicability
of our methods for blologically assaying the cataractogenlc
effects,

For this reason, it was decided that exposure levels
should be sufficlently intense to produce immediately dis-
cernible lens injury after a period of radiation lasting less
than one hour. The cataractogenesls produced in this manner
would be greater than threshold.

Exploratory exposures at average power levels below 100
mw/cm® (both pulsed at 5515 MC and cw at 5512 MC) for 60
minutes did not produce acute injury of the lens. In order
to lnsure the occurrence of cataractogenesis and to test the
flexibility of the exposure apparatus, average power levels
of at least 500 milliwatts were generated under the following
conditions:
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C~band Average Peak Average Peak Exposure Modulation
Frequency Power Power Power Power Time Envelope
Denslty Density

MC/sec mw vatts ow/e’ w/cm®  minutes

5512 1000 1.0 790 .78 15 CW
5512 500 0.5 390 0.9 37 oW
5442 500 500. 390 380, Sz v
5442 730 730. 580 580. 15 v

+/ 200 pps, .00. duty cycle, 5 psec pulse length

These exposures resulted in acute tens changes which
progressed to catarsct formation and demomstrasted the feasiw
bllity of this exposure technigue., The results for cw and
pulsed exposures at ithe same power density (390 mw/cma)
for approximately the same time appeared to be similar. At
higher power densities, the results were more marked.

The experlience galned from these preliminary experiments
indicates not only that various microwave emission factors
can be segregated and controlled but also that exsct time-
power relatlonships for cataractogenesls can be determined
by biological assay.
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A
MICROWAVE CATARACTOGENESIS IN MAN

Ophthalmologically documented data has been accumulated
concerning three unusual cases of cataracts which have devel-
oped 1n personrel working irn microwave environments. These
three men have been examined during different stages of the
disease process and the information obtained from these examli-
nations permits some understanding of microwave cataractogenesls
in man.

There 1s a common history of repeated intimete exposures
to high power d:zpsities of microwave radietion. This was
not due to some spurious exposure from antenna reflections
nor leaking wavegulde joilnts. Instead, the exposures were due
to looking directly into end windows of generating tubes
or irto small windows cut into waveguldes. In all three
casec, the eye was brought close to the source of radlation
and the r~f flelds were considerably greater than 10 mw/cmz.
As 21l of these ceses were alscovered after a time lapse and
ag all of tne men worked with a varlety of equipment, it is
not possible to recreate the exact expossures that any of them
recelved. However, it has beern estimeted, retrospectively,
tnat exposures probably ranged from 350 mw/cmzto several
watts/cma. The time duration of each exposure was estimated
as several minutes and such exposures were repeated from msny
times daily tc several times & week during a period of weeks
to months. Typleally, the visual sighting was performed with
the right eye and shortly afterwards, each man noticed that
his visual aculty of thls eye was failing, One of the men
suffered a rapld loss of vision and was removed from his
environment for msdical evaluation because he had developed
a rapidly progressing cataract and so the vision in his left
eye was spared. The visual loss in the other two men was
slow, taking many months before being established,and by the
time each was firs%t examined, he had begun to use the left
eye for his work be .ause the visual aculty was better for this
eye.

0f the five lenses so exposed, all five have developed
cataracts. The sixth eye, which was relatively minimally
exposed, has a minor defect in the posterior capsule (a thick-
¢ning and opacification cf a small area, approximately 1
nillimeter in dlameter) which 1s commensurate with the earliest
“hanges noted in the human eye ex»osed to mlcrowave radiation.

The ensuing photographs are taken from these cases and
1ave Lren arranged to depilct the sequence of catarastogenesis.
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Figure 1

Pigure 1 is a photograph of a normal lens to 1llustirate
landmarks. The brush-like appearance at the top is due to
the eyelashes of the upper eyelid. The bright white object
in the center of the eyelashes 1s the reflectlion of the
camera flash lamp from the anterior surface of the lens within
the eye., Immediately below this, careful examination reveals
the reflection of the camera flash lamp from the posterior
surface of the lens, On one lateral edge of the photograph,
a smell portion of the iris can be recognized with its cir-
cumlinear pupillary margin. The main bulk of the photograph
1s the transparent ocular lens which appears to be black be-
cause 1t is optically empty and we are visualizing the dark-
ness of the interior of the eye through the lens,
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Figure 2

Figure 2 is a photograph demonstrating early opacifi-
cation of the posterior capsule of the lens which can be
recognised between the flash lamp reflexes. The lens substance
itself is completely transparent and the opaqueness that is
visible in the photograph 1s due to the opacification present
entirely within the posterior capsule. Notice that the
reflection of the flash lamp from the posterior surface of
the lens has become intensified and yet it has lost 1its
shsrpness and appears out of focus,
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Figure 3

Fgure 3 1s a photograph demonstr:%ing further opacifi-
cation of the posterlor capsule., The opacification is irreg-
ular ind in some areas 1t has a lacey pattern wnhile in other
areas 1t has a honey comb appearance, The reflection of the
flash lamp from the posterior surface of the lens can no
longer be recognized. The entire lens substance is still
transparent,
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Figure 4

Figure 4 is a photograph demonstrating further opaci-
fication of the posterior capsule, concentric rings of opaci-
fication in the region of Eggert's line on the posterior
capsule and extension of opacification to the equater of the
lens, Even at this late stage of extension, the lens sub-
gtance 1s stlll transparent. Shortly after this stage is
reached, the lens substance becomes edematous and cataracto-
genesis proceeds rapidly.
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Figure 5

Figure 5§ is & photograph demonstrating an advaunced stage
of cataract formation., Although the entire lens substance
is opaque, the heterogeneous nature of the opacification can
be recognized, and it indicates that both intumescence and
hypermaturity are present, The capsular opacification has
extended to invlove the anterior capsule but this finding is
obscured,

18



VI
DISCUSSION

Insofar as microwave cataractogenesis in man 1s
concerned, a crude relationship can be established be-
tween the dose of microwave radiation delivered to the
eye and the time of occurrence of cataract formation,
Where the lens was believed to be exposed repeatedly to
5 watts/cmz energy density, the cataract was fully
formed within two months. Where the lens was believed
to te exposed repeatzdly to 500 mw/cmz, many months
rassed before the posterlor capsular opaclfication appear-
ed and many years passed before the cataract was fully
formed. Needless toc say, these estimates are based upon
state-~of-the-art approximations.

In addition to the cases mentioned above, several
other mlcrowave workers who have had known exposures to
greater than 10 mw/cw’ are under observation. Wone is
believed to haye been exposed to energy densities greater
than 500 mw/cm’. Although it is premature to report
fully on this group, & small number of them exhiblt
early stages of thickening and opacification of the pos-
ferior capsule. Nome has yet lost any visual capability.
However, due te the long periods of latency and slow
progress of the pathology, it will be several years before
a final determination of their cases can be ascertained.

Insofar as microwave cataractogenesis in the labora-
tory animal is concerned, all of the exposures reported
here as well as practically all experiments reported
in the literature have been on the basis of scute ex-
posures, Even where exposures were performed in a re-
peated fashion with an interval of days separating
Succeeding exposures, this cannot be construed ag other
than a subacute exposure experiment, No experiment has
involved chronic exposures. In addition, the vast
majority of previous biological studies have suspect
physical parameters dus to the technical difficulties
encountered when measuring a field of microwave energy.
Moreover, all previous experiments were severely handi-
capped by the limitation of the microwave facility avail-
able to the investigator.

Mention has been made of the need to investigate
the methodology of exposure in order to determine the
differences inherent between acute, subacute or chronic
application of the energy. It must be recognized that
cataractogenesis also can follow an acute, subacute or
chronlc course,
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ViI
CONCLUSIONS

The parameter of personnel hazard assocliated with
microwave environments is not fully de¢lineated and the
currently accepted permissible level of 10 mw/cm® energy
density does not properly account for the meny variables.
Instead, 1t imposes restrictions uniformly for all micro-
vwave environments based upon an average power density
without definition of time duration (although one may
assume the intent of a 40 hour week).

At the time that this perumissible level of exposure
was adopted, it was less than any known harmful bilological
effect by at least an order of magnitude. In retrospect,
that cholce has proven to be a judicious state-of-the-~
art Judgment for that point in time., However, it is
evident that, today, a more sophisticated approach %o
defining the hazard can be employed. Under certain
circumstances, 1t may become necessary to restrict the
permissible level further; but, for most operational
situations, 1t appears likely that the present restrictions
are excessive,

The only renner in which the myriad of problems can
be solved is to adopt a research program taat wlll be
meaningful not only lnsofar as controclled microwave
radiation fagtors are concerned but also when the re-
sults of the investigations are related to man.

The project reported herein demonstrates the feasl-
bility of performing such an applied research task,
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